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We demonstrate an endoscope-compatible single-fiber-based device that performs simultaneous confocal
microscopy and high-precision laser microsurgery. The method is based on mapping of two-dimensional
sample coordinates onto the optical spectrum and allows us to perform two-dimensional imaging and micro-
surgery without any mechanical movement of the probe or the sample. The technology holds promise for
creating highly miniaturized endoscopes for applications such as brain tumor, pediatric, and endovascular
surgeries where high-precision, small, and flexible probes are required. © 2009 Optical Society of America
OCIS codes: 170.2150, 180.1790.Endoscopic tools, such as those employed in colono-
scopic, arthroscopic, and thoracoscopic surgeries,
have proven to be highly effective for minimally inva-
sive procedures as they reduce the chance of compli-
cations, recovery time, and requirements for anesthe-
sia [1]. Endoscopes use a CCD or a fiber bundle for
image acquisition and, in some cases, combine it with
a separate surgical instrument, such as a scalpel or
forceps to provide concurrent visual inspection and in
vivo surgery. To be minimally invasive, endoscopes
must have a very small diameter and be highly flex-
ible. In CCD-based probes, the size of the chip placed
at the distal tip limits the minimum diameter to
about a few millimeters, and their electrical cables
limit their flexibility. The fiber bundle technology is
subject to the fundamental limitation between the
number of pixels and probe flexibility, because a high
pixel count requires a large number of fibers result-
ing in mechanical rigidity [2,3].
A highly miniature probe capable of simultaneous
in vivo imaging and surgery is of paramount value, in
particular, for applications that require the ultimate
probe miniaturization, such as brain tumor, pediat-
ric, and endovascular surgeries. This has fueled the
development of miniaturized single-fiber-based endo-
scopes for the past several years [3–6]. While the
prior techniques have successfully shown imaging ca-
pability with single-fiber probes, their need for me-
chanical scanning to acquire multidimensional im-
ages leads to a twofold limitation in endoscopy. First,
fluctuations in mechanical scanning introduce image
noise and artifacts [3–6]. This problem is well docu-
mented for mechanically scanned ultrasound probes
[7]. Similar limitations also exist in endoscopic
probes with microelectromechanical system (MEMS)
scanners [5,6]. Second, MEMS scanners in miniatur-
ized endoscopic probes inevitably require large probe
size up to 1 cm, limiting their clinical utility.
In this Letter, we propose and demonstrate a new
(to our knowledge) single-fiber-based imaging
method that eliminates the need for mechanical
scanning. It also features simultaneous imaging and
microsurgery using the same single fiber. We refer it
to as spectral-shower encoded confocal microscopy
0146-9592/09/142099-3/$15.00 ©and microsurgery (SECOMM). The central part of
SECOMM is a 2D spatial disperser that transforms
incident broadband light into a beam in a 2D spatial
spectral pattern resembling a spectral shower and
hence creates a one-to-one mapping between 2D spa-
tial coordinates of a sample and the optical wave-
lengths. The 2D spatial information of the sample is
then encoded into the spectrum of the backreflected
spectral shower, allowing 2D images of the sample to
be transmitted through a single-mode fiber. The im-
aging system is essentially a confocal microscope as
the aperture of the fiber that captures the reflection
from the sample rejects the scattered light from out-
of-focus axial planes.
SECOMM is schematically shown in Fig. 1(a). An
incoherent broadband light source (an amplified
spontaneous emission source with a center wave-
length of o=1543 nm and bandwidth of ss
=17 nm) delivers the light 2 mW via a single-
mode fiber, a 2D spatial disperser, and an objective
lens (a focal length of f  4.5 mm) to the sample. As
shown in Fig. 1(b), the 2D spatial disperser consists
Fig. 1. (Color online) (a) Schematic of the SECOMM. OSA,
optical spectrum analyzer; EDFA, erbium-doped fiber am-
plifier. (b) 2D spatial disperser that consists of a VIPA and
a diffraction grating.
2009 Optical Society of America
2100 OPTICS LETTERS / Vol. 34, No. 14 / July 15, 2009of a pair of spatial dispersers, a diffraction grating (a
groove density of =1200 lines/mm), and a virtually
imaged phased array (VIPA) (a thickness of 1.5 mm)
that is essentially a tilted Fabry–Pérot cavity [8].
Such a grating–VIPA arrangement has previously
been used for wavelength demultiplexing in telecom-
munication applications [9] and for spectroscopy [10].
In contrast, here we employ this 2D spatial disperser
for the purpose of imaging and microsurgery. A colli-
mated broadband beam 1 mm is focused by a cy-
lindrical lens (a focal length of 200 mm) onto the
front side of the VIPA (a tilted angle of VIPA=2.5°
and a refractive index of n  1.48) through the un-
coated window area. The reflectivity of the coated
area on the front and back surface are 99.9% and
95%, respectively. The spectral shower beam has a
beam diameter of 2 mm, which almost fills the back
aperture of the objective lens. The image that is now
encoded into the spectrum of the backreflected spec-
tral shower is then directed through the same 2D
spatial disperser, after which it reenters the single-
mode fiber and is routed, via an optical circulator, to
an optical spectrum analyzer (OSA) that captures the
image-encoded spectrum. The imaging sensitivity
can be enhanced by optical amplification of the
image-encoded spectrum using optical fiber amplifi-
ers [11]. The image of the sample is digitally recon-
structed by folding the 1D spectral data into a 2D
matrix that represents the image. The sorting step is
done based on the knowledge of the free spectral
range (FSR) of the VIPA FSR=0.54 nm, which cor-
responds to the column length of the image. The im-
age quality is enhanced by Wiener filtering, image in-
terpolation, and contrast equalization. An additional
frequency-tunable cw laser is used for simultaneous
mechanical-scan-free laser ablation and imaging,
which will be discussed later.
We first imaged a reference target with SECOMM
to demonstrate its imaging functionality. Figure 2(a)
shows the measured spectrum of the backreflected
spectral shower from the target. The modulation that
appears in the spectrum reflects the encoded spatial
information of the target. The decoded image is
shown in Fig. 2(b).
Based on the Fresnel diffraction analysis with
paraxial approximation, the horizontal x and ver-
tical y dimensions of the imaging field of view
FOV=xy are given by x2fss/cos g and
y2fFSR/ otan VIPA, where g is the grating
angle 60° . Here the x axis is in the diffraction
plane of the diffraction grating, while the y axis is in
the diffraction plane of the VIPA. The estimated field
of view is 370 m110 m, which is reasonably
close to the measured value of 240 m110 m.
This discrepancy is due to the fact that the estima-
tion is based on paraxial approximation.
The spatial resolution in the x direction x is de-
fined by the spatial separation between adjacent col-
umns of the spectral shower (separated by one FSR of
the VIPA) and is hence given by x2fFSR/
cos g11 m. This is valid under the conditions
that the spatial smears caused by the diffraction
limit given by the NA of the objectives lens, the spec-tral resolution of the diffraction grating, and the
quality factor of the VIPA are smaller than the col-
umn separation of the spectral shower. On the other
hand, the spatial resolution in the y direction y re-
lates to the finite number of phased array elements
in the VIPA, which contributes to the interference,
analogous to the diffraction grating in which the
number of illuminated groove lines defines the spa-
tial resolution. Based on our measurement of the spa-
tial smear of a monochromatic cw laser on top of the
spectral shower, we find y4 m.
Also, the dimension of the pixel size in the x and y
directions is given by X2fFSR/cos g and
Y2fOSA/ o tan VIPA, respectively, where OSA
is the spectral sampling resolution of the spectrom-
eter OSA=0.005 nm. Hence, the number of pixels
in the x and y directions is found to be Nx=x/X
=ss/FSR and Ny=y/Y=FSR/OSA, respec-
tively. The total number of pixels is given by
N=Nx Ny=ss/OSA=3400.
In the second experiment, we showed that the
SECOMM technique is capable of simultaneously
performing both single-fiber-based imaging and in
situ laser ablation. A cw external-cavity frequency-
tunable diode laser 1520 nm–1570 nm and an
erbium-doped fiber amplifier (EDFA) are added to
SECOMM via a fiber combiner to perform laser abla-
tion and to image the process in real time [Fig. 1(a)].
The ablation laser power is 300 mW. The experi-
ment was performed on a bovine tissue sample. The
ablation laser is coupled into the same 2D disperser
that performs the imaging, and hence it follows the
same wavelength-to-spatial-coordinate mapping as
the spectral shower that is performing the imaging.
By tuning the wavelength of the laser, the ablation
beam can be directed to any arbitrary position on the
tissue without any mechanical movement of the
Fig. 2. (Color online) (a) Measured spectrum of the back-
reflected spectral shower from a reference target. (b) Image
of the reference target after image reconstruction.probe or the tissue. Hence high-precision microsur-
July 15, 2009 / Vol. 34, No. 14 / OPTICS LETTERS 2101gery can be performed by computer-controlled tuning
of the laser wavelength according to a prepro-
grammed pattern.
Figure 3 shows the images of the tissue captured
by SECOMM before and after the laser ablation pro-
cess, which was completed within 10 s. The random
variations appearing in the figure represent the
rough surface morphology of the sample. By tuning
the wavelength of the ablation laser, an L-shaped
pattern within an area of 40 m40 m on the tis-
sue was ablated. This proof-of-concept experiment il-
lustrates the capability of this instrument to perform
in situ high-precision laser microsurgery and simul-
taneously monitor the process with the same single-
fiber probe. This capability bodes well for microsur-
gery applications that require higher precision than
what is achievable with manual manipulation of the
surgical probe.
It should be noted that the present image quality is
not the inherent limitation of this technique, because
the number of pixels can significantly be increased by
using an optical source with larger bandwidth or a
spectrometer with higher spectral resolution. For in-
stance, the number of pixels can be increased up to
100,000 using an optical source with 200 nm
bandwidth centered around 800 nm (e.g., a Ti:sap-
phire laser) and a 2D spatial disperser-based spec-
trometer with 1 GHz spectral resolution [10,12]. In
addition, the spatial resolution can be improved in
the x direction by using a diffraction grating with
smaller dispersion and/or a VIPA with smaller FSR.
The spatial resolution in the y direction can be im-
proved by using a VIPA with smaller tilt angle to in-
crease the number of virtual phase elements. By
careful design of the orientation and position of the
VIPA, diffraction grating, and gradient-index lens us-
ing ZEMAX, we found that it is feasible to miniatur-
ize SECOMM into a submillimeter-diameter probe
Fig. 3. (Color online) SECOMM images captured before
(left) and after (right) laser ablation on a bovine tissue
sample. The L pattern (dotted area) is carved out of the tis-
sue by tuning the wavelength of the cw laser in the manner
shown in the inset (see the arrow). The z axis represents
the normalized reflectivity of the sample.with spatial resolution of 1.4 m2 m, with a field
of view of 280 m70 m. The frame rate in this
demonstration was limited to 1 Hz owing to the low
scan rate of our OSA. However, the use of a CCD-
based spectrometer can increase the frame rate up to
the video rate or higher. Hence, while these limita-
tions can be mitigated by the technology available to-
day (i.e., broadband light sources and miniaturized
relay optics), this demonstration represents a step to-
ward realizing the miniaturized optical-fiber endo-
scope without the need of mechanical scanning for
both imaging and laser microsurgery.
In summary, we have proposed and demonstrated
a new medical device technology that is capable of
performing 2D imaging and microsurgery with a
single optical fiber and without any mechanical
steering—a feature that enables miniaturized and
flexible endoscopic probes for high-speed, high-
precision, and high-throughput microsurgery. For ex-
ample, it is expected to be an effective method for re-
moving tumors and treating movement disorders
such as Parkinson’s disease in the deep brain. Fi-
nally, we note that the present imaging technique
can also be further extended to 3D volumetric imag-
ing by employing an interferometric configuration,
which enables the acquisition of the depth informa-
tion of the sample.
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